Early failure of bioprosthesis by preserved mitral leaflets.
Complete preservation of the posterior mitral valve leaflet caused early thrombotic occlusion of two cusps of a Carpentier-Edward pericardial prosthesis implanted into the mitral position with subsequent bioprosthetic failure, necessitating reoperation.